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METALLIC MATERIALS - VERIFICATION OF EXTENSOMETERS USED IN UNIAXIAL TESTING
NATIONAL This Indian FOREWORD Standard, which is identical testin9: of In&an Sectional with Issued IS0 9513: 1989'ttietallic materials -Verification of of the

extensometers Mechanical Engineering

used in uniaxial Testing Division of Metals Council. certain

by the International (MTD

Organization approval

for Standardizatron of the Metallurgical

(ISO), was adopted by the Bureau

Standards Committee

on 20 April 1990 3) and

on the recommendatron

In the adopted Attention

standard

conventions

are not identical

with those used in Indian

Standards.

is specrally

drawn

to the following: Standard' a,ppear referring tothis standard, they should

a) Wherever the words'lnternational be read as `Indian Standard'. b) Comma practice

(,) has been used as a decimal is to use point (.),as the decimal

marker marker.

while

in Indian

Standards

the current
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1

scope

This International Standard specifies a method for the static verification of extensometers used in uniaxial testing. The term "extensometer" is understood to mean the displacement measuring device and the system for indicating or recording this displacement.

spindles and a device for measuring accurately the change in length produced. The variations in length can be measured, for example. using an interferometer or gauge blocks and a corn parator or a screw micrometer. The gauge blocks and comparator or micrometer used shall be calibrated by a method which is traceable to the international unit (SII of length and their accuracy shall be known. The error of the calibration ap paratus shall not be greater than one-third of the permissible error of the extensometer (see table 2). The resolution of the calibration apparatus table 2. shall be as given tn

2

Symbols

and their meanings
Standard and their

Symbols used throughout this International meanings are given in table 1. Table Symbol 4
Lk Nominal value

5
meanings Unit

Procedure
Position of the extensometer

1 -

Symbols

and their

5.1

Meaning
of gauge length of

mm

extensometer Measured value of gauge length of mm

The extensometer shall be placed in the calibration apparatus in the same position and orientation in which it is used during uniaxial testing so as to avoid errors due to loss of equilibriurn or deformation of any part of the extensometer. The extensometer uniaxial testing. shall be attached in the same way ai duyg

extensometer

E mar
p

Maximum Minimum

limrt of verification limit of verification

range range

mm

-ml"
`i `t

mm Pm
Pm

Displacement mdlcated by extensometer
True displacement given by calrbration

5.2 Temperature made

at which

the verification

is

apparatus q1.e 4 r Relative Relative Resolution gauge length error % 96 Pm

bias error

of extensometer

In general, the verification of the extensometer shall be carried out at a temperature stable to within + 2 OC; ihis temperatute shall be within the range between 18 "C and 28 OC. For extensometers used for uniaxial testing at temperatures out side the range specified above, it' is recommended that the verification be carried out at or near the test temperature, if

of extensometer

3

Principle
of an extensometer involves a comparison of

facilities exist. The extensometershall be placed near the calibration apparatlls or mounted on it for a sufficient length of time prior to Its verification so that the parts of the extensometer and of the calibration apparatus temperature. which are in contact shall attain the same

The verification

the readings given by the extensometer with known variations in length provided by a calibration apparatus.

4

Cahbration apparatus
which allows a known displacement,

The calibration apparatus

5.3 Accuracy extensometer

of gauge

length

of the

I,, to be applied to the extensometer may consist of a rigid frame with suitable coaxial spindles or other fixtures to which the extensometer can be attached. The calibration apparatus shall comprise a mechanism for moving at Least one of the axial

The gauge length of the extensometer car) be measured directly or indirectly. The following Indirect method is given as WI example.

3
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The extensometer

is placed on a soft metal test piece in such a

5.5.2

The verification

consists

first

of one series of at :east

way that the blades or points of the extensometer leave their mark. Once the extensometer is removed, the distance between the marks on the test piece is measured. The relative error on the gauge length, c,, e, calculated from the following formula shall not exceed the values given in table 2 :

10 measurements, I,, distributed approximately evenly throughout the verification range of the extensometer. The extensometer paratus. is renioved A second and then placed back on the calibration series of measurements apthe type is then made in the

same manner as the first. For each series of measurements successive variations in length shall be of the same (i.e. either increases or decreases).

Depending on the expected use of the extensometer, the two series of measurements are made for increases In length or for decreases In the case of an extensometer the verification shall be carried having several gauge lengths, out for each gauge length. in length or for both. point, the relative bias error 1s calcu

For each measurement lated (see 5.6.21.

5.4

Range

of verification 5.6 Determination extensometer
56.1 Resolution

of the characteristics

of the

The verification range shall be defined by the user to cover the measuring range required to determme a given material property. The maxlmum and minimum limits E,,, and E,,,,, of the verification range shall be such that

The resolution, r, is the smallest quantity which can be read on the instrument. The values of the resolution of the extensometer shall be in accordance with the values given in table 2. If several ranges are specified by the user, each one shall be verified. An example of verification ranges is given in annex A. The ranges of verification shall be noted in the verification report.

5.6.2

Relative bias error
bias error, qr, for from the formula a given displacement, I, is

The relative
calculated

5.5

Verification

procedure
it is recommen be extended at the verification displacement is to zero. Where

5.5.1 When the temperature has stabilized, ded that, before verification, the extensometer least twice by the verification apparatus over range of the extensometer. If possible, the taken to a slightly negative value and returned appropriate, the extensometer is reset to zero.

6

Classification

of the extensometer

Table 2 gives the maximum permissible values for the relative gauge length error, the resolution and the relative bias error.

Table 2 -

Classification

of extensometers Calibration apparatus (Maximum values)

Class of extensometer

Maximum relative error on the gauge length
`IL&$ %

__I_
Maximum percentage of reading r/l, % 0.25 0-50 1.0 Maximum absolute error Ii - 1, urn + 1,s ?; 3,0 i 6.0

~~
Resolution Absolute bias error

0.5

t

0.5
1.0

0.25 O-50 1.0

+ 0.5 _t 1.0 ? 2.0

f 2 1)

+ 2.0

WhIchever value is the greater.

1

IS 12872 IS0 9513

: 1990 : 1989

7

Frequency

of verification
two verifications depends on the type of

2)

identification

of

the

extensometer positron);

(type,

make,

serial number and mounting The time between extensometer, the maintenance standard times the extensometer has been used. ditions, it is recommended intervals of approximately val exceed 18 months. 12 months. and the number of Under normal conbe carried out at 3) type and reference

number of calibration apparatus; the verification was carried

that verification

In no case shall the inter-

4) temperature out:

at which

If a test is expected to last more than 18 months, someter shall be verified before and after the test. The extensometer shall be verified if it undergoes

the exten-

5) nature of variations of length for which the venfrcation was carried out, i.e. either for increases and/or for decreases in length; 6) date of verification;

any major

repairs or adjustments.

7) name or mark of the service which carried out the verification; 8) b) date of expiry of the verificatron : report

8

Verification

report

The venfication mation

report shall contain at least the following infor-

Results of the verification I)

class of each range of the extensometer; bias errors, if

a)

General information 1) reference

:
Standard; 2) the individual values of the relative requested.

to this International

5
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Annex A (informative) Example of verification ranges of an extensometer

50%
I

0,5% 0,05 %

,

First verification Second

range

: :

0.05 % to 0.5 % 0.5 % to 5 % 5 % to 50 % I of the nominal value of the extensometer travel

verification

range

Third verification

range

:

I
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Annex B (informative) Parameters for classification of an extensometer

Inorder
a)

to clarify table B.l

the definition

of the parameters

used for the classification of these clearly, parameters; for class

of an extensometer

in accordance

wrth clause 6

gives three examples

of calculations illustrate

b) the diagrams in figures B.l "relatlve' or "absolute", should

and 8.2

1 extensometers,

how

to decide

which

of the two

Ilmlts

be chosen.

Table
Gauge length the Someter of extent

8.1

-

Examples

of calculation

of parameters

for the classification

of extensometers

True value
Displacerrent Deformation

Measured
Displacement

value
Deformation Displacement

Error
Deformation r

Relative bias error'l,
Displacement

(1 (`X3)

Deformation

/

(1

`I

`d'e

`1

`,

`I/`,

1,

`1

4

I

c,

(,,

!<iJ

* 100 `L `1

`.' * ,()o

mn,

w
100
100

w
2<10
1x10 3 3 3 110 110 210

/
2.2 x 10 3 3 3

m
10 10 10 0.2 x 10 3 3 3 10 1U 5 10 1.1~10 2.1 1 10 0.1~10 0.1 d 10

I

50

100

j
/

200

2slO

For a g,ven d~s~:iact?meni error, the rf?IatIvr?error, ,,, IS independent of rhe gauge length of the extensorneter,

I e, txrr IS drpenrienl

nn the

/ I

Use

the resolution expressed as percentage of reading, r/l,

(=

0.5 %I

Displacement Indicated by the ex~ensometar /, @ml

100

200

300

400

500

Figure

B.l

-

Resolution

of e class 1 extensometer
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Bias, Ii - I, (pm) 7-

5

-

3 1 Use the absolute value, 1, -- It

(

3 I.rml

Use the relatw

bias error, q C = 1 %I pp__c True displacement gwen by the calibration apparatus

0 -1 -

1 loo

+-----

300

1

I 500

I, (pm1

I

, 1 700

Figure

6.2

-

Limits

of bias error

of a class 1 extensometer
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